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ORIGINAL ARTICLEWhole-genome analysis and description of an outbreak due to
carbapenem-resistant Ochrobactrum anthropi causing
pseudo-bacteraemiasS. Montaña1, J. S. Fernandez2, M. Barenboim3, M. Hernandez2, C. Kayriyama3, M. Carulla3, A. Iriarte4, M. S. Ramirez2 and
M. Almuzara3
1) Instituto de Microbiología y Parasitología Médica (IMPaM, UBA-CONICET), Facultad de Medicina, Universidad de Buenos Aires, Buenos Aires,
Argentina, 2) Center for Applied Biotechnology Studies, Department of Biological Science, California State University Fullerton, Fullerton, CA, USA, 3) Laboratorio de
Bacteriologia, Hospital Interzonal de Agudos Eva Perón, San Martín, Provincia de Buenos Aires, Argentina and 4) Laboratorio de Biología Computacional, Dpto de
Desarrollo Biotecnológico, Instituto de Higiene, Facultad de Medicina, Universidad de la República, Montevideo, UruguayAbstractOchrobactrum anthropi, a rare human pathogen, has been isolated predominantly from patients with catheter-related bacteraemia and rarely
from other infections. In 2016, six cases of pseudo-bacteraemia caused by carbapenem-resistant O. anthropi isolates were recovered from an
Argentinian hospital. The resistant phenotype exposed by the isolates caught our attention and led to an extensive epidemiologic
investigation. Here we describe the characterization of a carbapenem-resistant O. anthropi outbreak whose probable cause was by
contaminated collection tubes. The genome analysis of one strain revealed the presence of various resistant determinants. Among them,
a metal-dependent hydrolase of the β-lactamase superfamily I, phnP, was found. Lately the recovery of unusual multidrug-resistant
pathogens in the clinical setting has increased, thus emphasizing the need to implement standardized infection control practice and
epidemiologic investigation to identify the real cause of hospital outbreaks.
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diagnostic laboratory has contributed to the identification of
pathogens not previously recognized. These pathogens arew Microbe and New Infect 2018; 26: 100–106
2018 Published by Elsevier Ltd
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ps://doi.org/10.1016/j.nmni.2018.09.002often environmental microorganisms with a high level of
resistance to several antibiotics, converting them into potential
reservoirs of antibiotic resistance traits. Ochrobactrum anthropi
is an emerging Gram-negative, motile, nonfermentative,
oxidase-negative and urease-positive aerobic bacillus [1]. It has
been found to be widely distributed in soil, environmental and
water sources, including antiseptic solutions and dialysis fluid
[1–4]. Several reports recognize it as a causative agent of
central catheter–related infections in severely ill, immuno-
compromised patients, as well as patients with osteochondritis,
necrotizing fasciitis, endophthalmitis, meningitis and peritonitis
[5–7]. Few outbreaks related to O. anthropi have been
described associated with endophthalmitis after cataract sur-
gery [8] and bacteraemia in organ transplant recipients [9], as
well as with pseudo-outbreak related to cross-contamination
from erythrocyte sedimentation tubes [10].nses/by-nc-nd/4.0/)
NMNI Montaña et al. Carbapenem-resistant Ochrobactrum anthropi outbreak 101Here we describe six cases of pseudo-bacteraemia caused by
carbapenem-resistant (CR) Ochrobactrum anthropi isolates
recovered from an Argentinian hospital in 2016. Notably, the
isolates involved in the pseudo-bacteraemia were carbapenem
resistant, which makes our findings unique. Our aim was to
characterize the strains involved in the outbreak, to charac-
terize the resistant determinants that can explain the multidrug-
resistant phenotype observed and to identify the source.Materials and methodsSetting, sample collection and outbreak investigation
The Hospital Interzonal de Agudos Eva Perón (San Martin,
Buenos Aires, Argentina) has 280 beds and processes more
than 500 blood cultures monthly. It has an emergency unit, a
paediatric unit, a medical clinic unit, a trauma unit and a ma-
ternity unit. At our institution, blood cultures are analysed via
an automated instrument (BacT/ALERT Microbial Identification
System; bioMérieux, Marcy l’Etoile, France). The recovered
isolates were characterized to the species level by conventional
biochemical tests, the VITEK 2 System (bioMérieux) and 16S
rDNA amplification. PCR products of the gyrB, rpoB and 16S
rDNA gene, using specific primers [11], were obtained with the
Apex Master Mix according to the manufacturer’s directions
(Genesee Scientific, San Diego, CA, USA). Sequencing was
performed on both DNA strands at the Eton Bioscience
sequencing facility (San Diego, CA, USA). The sequences were
analysed by BLAST 2.0 software (National Center for
Biotechnology Information, Bethesda, MD, USA; https://blast.
ncbi.nlm.nih.gov/Blast.cgi).
Six CR O. anthropi isolates were recovered from blood
cultures from six patients (Table 1) admitted to the hospital
between July 2016 and February 2017. Because of the rarity of
isolation of CR O. anthropi, the institution decided to begin an
investigation to identify the occurrence and source of the
outbreak. A case patient was defined as any patient from whomTABLE 1. Clinical and microbiologic data of Ochrobactrum anthrop
Isolate Age/sex Unit Diagnosis IMP MIC (μg/mL) M
1 2 months/F Paediatrics Suspected sepsis 8 >
2 2 years/F Paediatrics Pneumonia 8 >
3 6 years/F Paediatrics Pneumonia 4 >
4 59 years/M Trauma Chronic osteomyelitis 8 >
5 18 years/F Maternity Puerperal fever 8 >
6 6 months/F Paediatrics Pneumonia 8 >
BCT isolate NA NA NA 8 >
Unrelated strain NA NA NA 0.06 0
BCT, blood culture tube; MEM-DA, meropenem and dipicolinic acid synergy test; NA, not a
abla PCR reactions: IMP, VIM, KPC, NDM-1.
This is an open access articO. anthropi was isolated in blood culture from July 2016 to
February 2017.
All samples were processed in according to the Clinical
Microbiology Procedures Handbook [12]. Samples were sub-
cultured on sheep’s blood agar and Levine eosin methylene blue
agar plates. The blood tube collections were inoculated with
thioglycollate broth.
Considering the high frequency of pseudo-bacteraemia
associated with environmental sources, environmental sam-
ples from the hospital units involved in the outbreak were
screened. Sinks used for handwashing and countertop surfaces
in each unit were swabbed. In addition, samples from
povidone– iodine and 70% alcohol solutions, blood collection
tubes with EDTA solution, sodium citrate solution and dry
tubes and gloves were also taken and cultured.
A total of 61 environmental samples from the paediatric,
gynecology and orthopedics units were cultured to locate the
O. anthropi reservoir.
Susceptibility assay
Susceptibility assay was performed by the VITEK 2 (AST-082
panel). The MIC results were interpreted according to the
Clinical and Laboratory Standards Institute [13]. For the rapid
detection of carbapenemases, a colourimetric method (Rapid
Blue-Carba test) was also performed [14]. To study the pres-
ence of metallo-β-lactamases (MBL), a double-disc diffusion test
using meropenem and imipenem (10 μg; Oxoid, Basingstoke,
UK) was performed on Müller-Hinton agar using an 1900/
750 μg EDTA/SMA disc (Laboratorios Britania, Buenos Aires,
Argentina) [15].
The screening method for the detection of carbapenemase
enzymes using the KPC-MBL Kit Confirm ID Pack (Rosco
Taastrup, Taastrup, Denmark) containing meropenem (10 μg),
meropenem 10 μg + dipicolinic acid (metallo-β-lactamase in-
hibitor), meropenem 10 μg + cloxacillin (AmpC inhibitor) and
meropenem 10 μg + phenylboronic acid (KPC and AmpC in-
hibitor) was carried out.i isolates resistant to carbapenems
EM MIC (μg/mL) Rapid Blue-Carba test MEM-DA bla PCR reactionsa
16 + + —
16 + + —
16 + + —
16 + + —
16 + + —
16 + + —
16 + + —
.25 — — —
pplicable.
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Total DNA extraction was carried with the Wizard Genomic
DNA Purification Kit according to the manufacturer’s in-
structions (Promega, Madison, WI, USA). PCR reactions using
Apex Master Mix (Genesee Scientific) were carried out for the
most common carbapenemase genes (blaIMP, blaVIM, blaKPC and
blaNDM).
Degenerate oligonucleotide PCR using a specific primer (50-
GGTCGACYTTNGYNGGRTC) and a low-stringency amplifi-
cation protocol (5 minutes of denaturation at 95°C, 40 cycles
for 1 minute at 93°C and 1.5 minutes at 36°C, 2 minutes at 72°
C and 10 minutes at 72°C) [16] was used to determine the
genetic relationship between the isolates.Whole-genome sequence of OA 5 clinical strain
Genomic DNA was extracted using a MasterPure DNA Puri-
fication kit from Epicentre Biotechnologies (Madison, WI,
USA). Whole-genome shotgun sequencing of one of the strains
was performed using the Illumina MiSeq-I and Nextera XT
DNA library (Illumina, San Diego, CA, USA). De novo assembly
was performed by SPADES assembler 3.1.0 [17] using a pre-
assembly approach with VELVET assembler 1.2 [18]. The RAST
web server was used for gene prediction and functional anno-
tation [19]. Predictions were confirmed, whenever necessary,
by BLASTp 2.0 [20] of the GenBank protein database. Further
genomic analysis was carried out using average ARG-ANNOT,
ISFinder, PHAST and PathogenFinder, among others [20–24]
Assembly and annotation of OA 5 were deposited at a local
server; the deposit is freely available online (http://www.higiene.
edu.uy/ddbp/Andres/montana_et_al_2018_data.html).
Phylogenetic analysis and distribution of phnP gene
Genome assemblies and available annotation of the genus
Ochrobactrum were downloaded from the National Center for
Biotechnology Information ftp site (ftp://ftp.ncbi.nlm.nih.gov/
genomes/) (February 2018). When not available, annotation
was done in the RAST web server [19] as described above. The
final data set comprised the genome reported here plus 61
genomes of the genus Ochrobactrum and two genomes of the
order Rhizobiales, also downloaded from the GenBank database.
Agrobacterium tumefaciens Ach5 and Mesorhizobium loti
NZP2037 strains were used as the outgroup in a phylogenetic
analysis (Supplementary Table S1).
A total of 556 putative orthologous sequences were identi-
fied among the studied genomes by the OrthoMCL method
[25], as implemented in get_homologous 1.3 software [26].
BLASTp searches were performed with a minimal identity value
of 30%, minimal query coverage of 75% and a maximum E value
of 1e-05. Each orthologous protein cluster was aligned using
ClustalO 1.2.0 [27]. The resulting 556 alignments were© 2018 Published by Elsevier Ltd, NMNI, 26, 100–106
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phylogenetic tree was inferred. The maximum-likelihood
method with an amino acid LG+G model [28] was used as
implemented in the programme RAxML 8.2.9 [29]. The RELL
bootstrapping technique was used to evaluate branch supports
[30].
The phylogenetic distribution of phnP in the genus was
studied by tblastn [20]. The protein sequence of this gene in
O. anthropi ATCC 49188 strain was used as initial query for
BLAST search (accession no. WP_012091991.1). Minimum
query coverage of 75% and an identity value of 50% were taken
as thresholds for presence definition. The pairwise sequence
identity of the identified proteins with the PhnP protein of
O. anthropi OA 5 was calculated.Results and discussionBlood collection tubes as source of CR O. anthropi
outbreak
Six isolates identified as Ochrobactrum sp. by conventional
biochemical tests were recovered from patients’ blood cultures.
All were identified as O. anthropi (biocodes 6000041320601001,
6001041320501001 and 6000041320001001) by the VITEK 2
system with a probability of 99%. This result was confirmed with
the gyrB, rpoB and 16S rDNA sequence analysis, showing 98%,
99% and 99% of identity with O. anthropi OAB (GenBank
accession no. CP008820), respectively, for each gene.
The first set of four CR O. anthropi isolates occurred in the
paediatric unit, and the later two CR O. anthropi isolates were
recovered in the trauma and maternity units (Table 1). There
was no previous record of CR O. anthropi strains at our insti-
tution. This led to the suspicion of a CR O. anthropi outbreak. In
all 6 cases, O. anthropi was recovered in one of two bottles of
blood culture. Considering this, as well as the fact that patients
had no demonstrable clinical signs of septicaemia, the isolates
were not clinically hierarchized. An epidemiologic investigation
screening the potential reservoirs took place to locate the
source of the outbreak, and 69 environmental samples from the
paediatric (n = 53), gynecology (n = 8) and orthopedic (n = 8)
units were obtained, as follows: antiseptic solutions (n = 2),
handwashing solutions (n = 2), swabbing surfaces (n = 8), blood
collection tubes with EDTA solution (n = 6), blood collection
tubes with sodium citrate solution (n = 14), dry tubes (n = 6),
gloves (n = 4 pairs), sterile needles and syringes used for blood
culture sampling (n = 4) and gauze (n = 4). Additionally,
enrichment broth media from unopened bottles and bottle caps
were also controlled. Culture results from antiseptic solutions,
handwashing solutions, swabbing surfaces, blood collection
tubes with EDTA solution, dry tubes, gloves, sterile needles,nses/by-nc-nd/4.0/).
NMNI Montaña et al. Carbapenem-resistant Ochrobactrum anthropi outbreak 103syringes, gauze, broth media from unopened bottles and bottle
caps were negative. However, in the blood collection tubes
with sodium citrate solution, used for the erythrocyte sedi-
mentation rate determination, an organism that biochemically
and phenotypically resembled those recovered from the initial
blood cultures was obtained.
All isolates showed an unusual resistance profile harbouring
resistance to carbapenems (Table 1). Taking this into account,
the Rapid Blue-Carba test was performed, and a weakly positive
result (light green colour) was obtained for the six O. anthropi
isolates at between 90 and 120 minutes of incubation. More-
over, synergy between carbapenems and EDTA was observed
for the six O. anthropi isolates (Fig. 1(a)). Additionally, the KPC-
MBL Kit Confirm ID Pack showed the presence of MBL-type
carbapenemase in all O. anthropi isolates. A halo difference of
5 mm in the case of meropenem + dipicolinic acid with
respect to the meropenem 10 μg disc was observed in OA 5
(Fig. 1(b)). PCR reaction for blaIMP, blaVIM, blaKPC and blaNDM
was negative.
Oligonucleotide PCR results exhibited the same pattern of
bands in the six patient isolates; in addition, the patternFIG. 1. (a) Synergy test between carbapenems (left, meropenem; right,
imipenem) and EDTA (middle) observed in Ochrobactrum anthropi
isolate OA 5. (b) Picture of KPC-MBL Kit Confirm ID Pack Repre-
sentative results showing presence of MBL-type carbapenemase in
O. anthropi isolate OA 5 are shown. MBL, metallo-β-lactamase; MRP10,
meropenem; MRPBO, meropenem + boronic; MRPCX,
meropenem + cloxacillin; MRPDP, meropenem + dipicolinic acid.
This is an open access articobtained from the blood extraction tube with sodium citrate
solution was the same, suggesting an epidemiologic relationship
among the isolates (Fig. 2). These results, along with the fact
that only CR O. anthropi was recovered from collection tubes,
indicate this to be the probable origin of the outbreak. As
mentioned above, an outbreak related to cross-contamination
from erythrocyte sedimentation tubes due to O. anthropi has
been described in the literature [10]. However, our case rep-
resents the first outbreak due to this microorganism exhibiting
carbapenem resistance.
Whole-genome analysis of CR O. anthropi (OA 5)
representative strains
To further characterize the strains involved in the outbreak,
one representative isolate (OA 5) was chosen, and whole-
genome sequencing was performed. The draft genome of OA
5 consists of 4 792 719 bp sequences, distributed in 163 con-
tigs, with an N50 size of 378 864 bp. The observed coverage for
this sequenced genome was 312×, and the G+C content was
56%. By means of the RAST web server, 4554 protein-coding
genes were predicted. The ARG-ANNOT database was
queried to identify resistance genes within the OA 5 genome.
One class C extended-spectrum β-lactamase (blaOCH-4), other
three class C β-lactamases and, most importantly, a metal-
dependent hydrolase of the β-lactamase superfamily I, phnP,
were identified. The analysis of the genetic context of phnP gene
revealed presence of a deoxyribonuclease TatD family gene, a
methionyl-tRNA synthetase ligase (metG) upstream and a glucan
exporter ATP-binding protein downstream. These genes were
also associated with phnP in a previous description of
O. anthropi ATCC 49188 (GenBank accession no. CP000758)
and O. anthropi strain OAB (GenBank accession no. CP008820).
The analysis of the phylogenetic distribution of this gene amongFIG. 2. Clonal relationship among Ochrobactrum anthropi (OA) isolates.
Oligonucleotide PCR of OA isolates included in study: C−, control
negative; lanes 1–6, OA carbapenem-resistant clinical isolates; lanes
7–10, OA carbapenem-resistant isolates from blood collection tubes;
lane 11, OA carbapenem-sensitive isolates from blood collection tubes;
lanes 12 and 13, outgroup strains unrelated to pseudo-outbreak.
© 2018 Published by Elsevier Ltd, NMNI, 26, 100–106
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the genus (Fig. 3). The amino acid sequence identity among
identified genes ranged from 80% to 100%, suggesting that is
relatively well conserved at the sequence level. The analysis of
the more divergent sequences and the functional relevance of
the observed substitutions in this gene in different lineages
deserve further study, although this falls outside the scope of
our study here.FIG. 3. Maximum likelihood phylogenetic tree of genus Ochrobactrum. Calcu
notated OA 5 PhnP is shown in coloured gradient scale that ranges from 83
protein sequence of 556 putative orthologous genes and was inferred using R
replicates. All nodes showed support between 98% and 100% (data not show
Black arrow indicates position of O. anthropi OA 5 strain.
© 2018 Published by Elsevier Ltd, NMNI, 26, 100–106
This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/liceA variety of genes coding for efflux pumps were identified.
Among them, genes coding for the macrolide efflux pump
family (MacAB-TolC) and genes belonging to the efflux pumps
of resistance nodulation cell division (RND) were present,
including the membrane fusion protein, the inner membrane
transporter and the transcriptional regulator. In addition, genes
coding for multidrug and toxin extrusion (MATE) family efflux
pump and genes of the AcrAB efflux pump system werelated amino acid sequence identity of each identified PhnP against an-
% to 100%. Phylogenetic analysis was done based on concatenation of
AxML 8.2.9. RELL test was used to evaluate branch supports with 100
n). Identification of PhnP in studied genomes was done by tblastn [20].
nses/by-nc-nd/4.0/).
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systems in Gram-negative bacteria, which can contribute to the
resistant phenotype development.
Among mobile elements, two intact phages were also found
in OA 5 genome; one complete (ISRle4) and one incomplete
(IS426) insertion sequence were also found.
In addition to being described in O. anthropi genomes, ISRle4
was also found in other species, such as Sinorhizobium sp.
CCBAU 05631 (GenBank accession no. CP023065) and
Rhizobium sp. N941 (GenBank accession no. CP013643). IS426
was described mainly in Agrobacterium tumefaciens, some of
which were associated with plasmids, such as in A. tumefaciens
C58 (GenBank accession no. FJ004947) as well as in O. anthropi
OAB (GenBank accession no. CP008818).
Using PathogenFinder, 195 predicted genes known to be
associated with pathogenicity were found in the OA 5 genome.
Genes related with the bacterial flagellum were found, such as
fliL and fliG, which are the flagellar basal body–associated pro-
tein and the flagellar motor switch protein, respectively. In
addition, a flagellar hook length control protein and a flagellar
hook-associated protein were present. Genes related to the
type IV pilus, which is known to be important for adhesion and
surface motility, were found, such as pilZ.
Six peptidases, 18 proteins with unknown function and 78
conserved hypothetical proteins were also identified in this
genome. Finally, we report a robust phylogenetic tree for the
genus based on more than 500 orthologs, comprising 146 453
aa–aligned sites. As expected,OA5 appears clusteredwith other
O. anthropi strains as a monophyletic group, but it is closely
related to strains UBA809, UBA6743, UBA5925, 60a, MYb49
andCTS-325, which are all associatedwith environmental niches.ConclusionWe have described an outbreak and provided a detailed whole-
genome analysis of a representative strains of O. anthropi causing
pseudo-bacteraemia. After an intense epidemiologic investiga-
tion, the isolates recovered from the patients’ sample were
linked to the source of the outbreak.
The uncommon resistant profile, not previously reported in
the literature, exhibited in the strains involved in this outbreak,
led us to sequence the whole genome of one strain. Different
β-lactamase genes in the genome of O. anthropi were found that
might contribute to the exposed phenotype. In addition, genes
coding for efflux pumps belonging to the macrolide efflux pump
family, multidrug RND family transporters, MATE efflux pump
and AcrAB efflux pump system were also found, and can also in
part explain the resistance profile of the isolates. FurtherThis is an open access articanalysis to reveal the mechanisms responsible for the observed
phenotype is needed.
This report highlights the importance of correct practices on
a daily basis and the implementation of exhaustive epidemio-
logic surveillance upon the occurrence of uncommon
multidrug-resistant pathogens in a clinical setting. This could
help to find and identify the routes of transmission and allow
the implementation of infection control prevention practices to
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